[Performance of anesthesia systems in the future, O(2) delivery and O(2) measurement as example].
Closed loops will help to simplify the operation of anesthesia devices in the future. The technical prerequisites for the closed loop controlled delivery of oxygen are a electronically controlled dosage system, a fast and redundant O (2) measurement and the right algorithms. Benefits from this closed loop control are a steady quality of oxygenation, the O (2) uptake and consumption data.